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Abstract. The KATRIN experiment is going to search for the mass of the electron antineutrino down to 
0.2eV/c^. In order to reach this sensitivity the background rate has to be understood and minimised to 
0.01 counts per second. One of the background sources is the unavoidable Penning-like trap for electrons 
due to the combination of the electric and magnetic fields between the pre- and the main spectrometer 
at KATRIN. In this article we will show that by sweeping a conducting wire periodically through such a 
particle trap stored particles can be removed, an ongoing discharge in the trap can be stopped, and the 
count rate measured with a detector looking at the trap is reduced. 

PACS. 14.60.Pq Neutrino mass and mixing - 23.40.-s Beta decay; double beta decay; electron and muon 
capture - 29.30 Electron spectroscopy - 52.80 Magnetoactive discharges 



1 Motivation 

In light of the confirmation of neutrino oscillations by 
many experiments in the last decade, the question of the 
absolute mass scale of neutrinos is very important for par- 
ticle physics and cosmology (see e.g., [1,2]). The KArl- 
sruhe TRItium Neutrino experiment (KATRIN, [3]) aims 
to search for the mass of the electron antineutrino with a 
sensitivity of 0.2eV/c'^. At KATRIN electrostatic energy 
filters of MAC-E filter type (electrostatic filter with mag- 
netic adiabatic coUimation, [4,5]) are used both for the 
precision measurement of the endpoint of the beta decay of 
tritium with the main spectrometer, and for the reduction 
of the bulk of the electrons at energies of approx. 200 eV 
below the endpoint with the pre-spectrometer, which is 
located upstream of the main spectrometer (see fig. 1). 

A spectrometer of MAC-E filter type consists of an 
electrostatic retardation potential, acting as a high pass 
filter, combined with an inhomogeneous magnetic guid- 
ing field. Two superconducting solenoids produce a strong 
magnetic field Bmax at the entrance and exit of the spec- 
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trometer. The magnetic field strength decreases towards 
the centre of the spectrometer to a minimum value^ -Bmin- 
This results in an expansion of the magnetic flux tube to- 
wards the centre of the spectrometer. Due to the magnetic 
gradient force the radial energy E± of an electron that 
moves adiabatically into this weak field area is converted 
nearly completely into longitudinal energy according 
to the conservation of the magnetic orbital momentum 

(1) 

(equation given in the non-relativistic limit). The longitu- 
dinal energy is then probed by the electric potential Ugpcc 
in the analysis plane aX B = Bmin and z = (see fig. 1). 
Only electrons with sufficient longitudinal kinetic energy, 

> qUspcc, with q = —e being the electron charge, will 
be able to pass the filter and get re-accelerated towards 
the detector at the exit of the spectrometer. 

To reach the proposed sensitivity at KATRIN the back- 
ground rate at the endpoint of the tritium beta decay has 
to be minimised. One background component at KATRIN 
stems from particle traps that exist due to the combina- 
tion of the high electric and magnetic fields of the MAC-E 
filters themselves. Through ionisation processes a trapped 

^ In the KATRIN set-up, this reduction factor -Bmax/Bmin 
amounts to 20000. 
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Fig. 1. Overview of the two-spectrometer set-up of the KATRIN experiment (left: small pre-spectrometer, right: large main 
spectrometer) and its magnetic fields according to the present KATRIN default configuration. Note that in the original KATRIN 
design [3] two short solenoids and a 3 m long magnetic transport section were foreseen between the two spectrometers. These two 
transport magnets are replaced by a single short solenoid in the present KATRIN default configuration. Dashed lines represent 
magnetic field lines. The field lines in the main spectrometer are shaped by an air coil system which is not shown. High 
voltage of the order of -18.6 kV is applied in the centre (weak magnetic field) regions of the spectrometers (pre-spectrometer: 
2 ~ — 15 m, main spectrometer: z ~ m). At the magnet between the spectrometers at 2: = — 12 m the electric potential is 
zero. In combination with the magnetic field this potential well creates a large Penning-like trap for electrons between the pre- 
and the main spectrometer. 



particle can cause an increase of the number of charged 
particles, which in turn may give rise to an enhanced back- 
ground count rate. 

One type of particle trap of particular importance for 
KATRIN is the Penning trap [6] . In a Penning trap charged 
particles are confined by a magnetic field in radial direc- 
tion. The confinement in axial direction is achieved by an 
electrostatic potential (see fig. 2). The MAC-E filter for 
electrons with its negative central potential and both sides 
at ground potential together with the axial magnetic field 
constitutes a large Penning-like trap for positively charged 
particles. Light positively charged particles do not exist in 
the KATRIN experiment^ and for more massive positively 
charged particles, e.3., protons, the cyclotron radii typi- 
cally get too large so that the charged particles can escape 
radially. 

Penning-like traps for electrons, however, can easily 
be created at various locations inside the MAC-E filter. 
Great care has to be taken in the design of the electric 
and magnetic fields in order to avoid these traps [7,8]. In 
a two-spectrometer set-up like the one formed by the KA- 
TRIN pre- and main spectrometer, such a trap for elec- 
trons cannot be avoided in principle. The two negative 
retarding potentials together with the high magnetic field 
between them form a large Penning-like trap for electrons 
(compare fig. 1). 

In this paper we will focus on the particular kind of 
electron trap caused by the combination of the two spec- 
trometers of MAC-E filter type. We will report in section 

^ There is no known source of positrons at KATRIN. 
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Fig. 2. Principle of a cylindrical Penning trap. The electrons 
are confined by an electrostatic potential U in axial direction 
and by a B-field in radial direction. 



2 on our first estimates whether and how this trap could 
cause a significant background rate at the KATRIN ex- 
periment. In sections 3 and 4 we will present our exper- 
imental set-up and the investigations of our new method 
to periodically empty this electron trap in order to reduce 
the background rate which may originate from electrons 
stored in this trap. In section 5 we will give our conclu- 
sions. 
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2 Background from the inter-spectrometer 
trap 

We expect that the electron trap, which is formed by the 
combination of the pre- and the main spectrometer of KA- 
TRIN, wiU be filled from the outside at a rate comparable 
to the total background rate on the detector, which is ex- 
pected to be « 0.2 counts/s'^. These electrons confined 
within the inter-spectrometer trap are not a direct source 
of background, but can produce indirect background at 
the KATRIN detector. Three known processes could cre- 
ate such background. Two of them are connected to ionisa- 
tion processes in the trap and positively charged ions leav- 
ing the trap towards the main spectrometer, where they 
produce secondary electrons in the volume or at the walls. 
The third process starts with a photon from deexcitation 
or recombination processes in the trap, which creates also 
secondary electrons in the main spectrometer. All three 
processes may yield similar background rates and studies 
of these effects are still in progress. In the following we 
will elaborate on the first process, background electrons 
from ionisation of rest gas due to ions from the trap. This 
is a two-step process: 

1. An electron stored in the trap interacts with the resid- 
ual gas, creating a secondary electron and a positively 
charged ion. In most cases the former will get trapped, 
as well. The latter, which usually will be a proton (11+) 
or a HJ, will leave the trap and will be accelerated by 
the electric field towards either the pre- or the main 
spectrometer. 

2. In the low magnetic field -Bmin — 0.3 mT in the cen- 
tre of the main spectrometer the cyclotron radius of 
the ion will become too big and hence the ion will not 
be guided adiabatically by the magnetic field. Thus it 
will be lost by hitting a spectrometer wall'', as con- 
firmed by our particle tracking simulations^. On its 

^ At the Mainz neutrino mass experiment the back- 
ground rate in the energy window of interest was of order 
0.01 counts/s, whereas the background over the full energy 
range amounted to about 0.1 counts/s. Although the KATRIN 
pre- and main spectrometer are larger and hence should exhibit 
a larger background, we expect that the advanced electrostatic 
shielding by a wire electrode system [3, 7] will allow to keep the 
spectrometer-related background rate at the same level as in 
the Mainz experiment. For the considerations presented in this 
paper we thus assume that the two KATRIN spectrometers will 
emit electrons towards both of their ends at a rate comparable 
to the 0.1 counts/s determined at Mainz. 

* When hitting the wall the ion could eject a secondary elec- 
tron, which has a very small chance to reach the detector. This 
is the second background processs mentioned above. The nat- 
ural magnetic shielding of a MAC-E filter together with the 
electric shielding by a two-layer wire electrode system [3,7] 
suppress this process by about 7 orders of magnitude. 

^ Ions from the trap that reach the pre-spectrometer will not 
be trapped there either, since they will have gained sufficient 
energy in the electric potential to move non-adiabatically and 
will therefore hit the pre-spectrometer electrodes or wall and 
thus will be removed from the trap. 



about 20 m long way until hitting the wall it has only 
a minor chance to cause a second ionisation. But if this 
happens in the high retarding potential of the main 
spectrometer, there is a 50 % chance that the created 
tertiary electron will follow the gradient of the electric 
field towards the detector exit of the main spectrome- 
ter and be counted as a background electron. Due to 
the limited energy resolution of the electron detector 
(zi-Edct ~ 1 keV) this electron cannot be distinguished 
from a signal electron, because it will reach the detec- 
tor with a kinetic energy given by the sum of its energy 
at creation i?start — C(10) eV and the retarding po- 
tential qU — 18.6 keV. Since the signal electrons from 
the endpoint region of tritium beta decay with an en- 
ergy a little bit above the retarding potential qU have 
about the same energy they cannot be distinguished 
from these background electrons. 
The cross section for the processes 

H++H2^e^+X, H++H2^e-+A: (2) 

amounts to CTjon ~ 10^^^ cm^ at i?ion ~ 18.6 keV 
[9]. This cross section results in an ionisation prob- 
ability Pion for an ion track length of Z = 20 m and 
a residual gas pressure^ of p = lO"'^^ mbar (rt(Il2) = 
2.5 • 10"/m3) of 

Pi,„ = aio„.n./ = ^f^=5.10-« (3) 

This probability is very low and one might tend to ne- 
glect the described chain of processes in case there is no 
other multiplication process. However, a secondary elec- 
tron created by the first ionisation in the trap has a sig- 
nificant chance of being created in a high potential at ei- 
ther end of the trap, the reason being that the ionisation 
cross section is highest when the primary electron is low 
in energy. This condition is fulfilled close to the reflecting 
retardation potential. In this case the secondary electron 
gains enough energy in the electric potential to perform 
another ionisation itself. Therefore, we have to check how 
many ionisations A'ion in the trap can be traced back to 
a single trapped electron. If iVion is of order 1/Pion this 
chain of background processes could lead to a significant 
background rate at the detector. 

In the following, we report on first trajectory simula- 
tions of electrons in this Penning-like inter-spectrometer 
trap including cooling processes by synchrotron radiation 
as well as by elastic and inelastic scattering of electrons 
off the residual gas [10] . 

The electron tracking calculations (an example is shown 
in fig. 3) were performed with the program package Adi- 
park [11] using the guiding-centre approximation: In ze- 
roth approximation the /3 electrons are spiralling around 
the guiding magnetic field lines. Therefore, we used the 
magnetic field lines calculated by the program Bfield3d 
[12] to propagate the electrons, while adjusting the en- 
ergy according to the local electrostatic field as computed 

® At the ultra-high vacuum level of the KATRIN experiment 
the residual gas mainly consists of H2 molecules. 
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Fig. 3. Example of a tracking simulation of a trapped electron 
in the inter-spectrometer electron trap [10]. The experimental 
set-up corresponds to the description in the KATRIN design 
report [3] with two 2 m long transport magnets {B = 5.4 T) 
and two short solenoids. 
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Fig. 4. Comparison of the total cross sections used in our 
simulation with experimental data [15]. The total cross sections 
for elastic processes of electrons on H2 molecules are shown in 
red, for molecular excitation in blue and for ionisation in green 
[10]. 



by the program Sinilon 7.0 [13]. Additionally, in non- 
homogeneous electric and magnetic fields the electrons feel 
a small drift u, which to first order [4] (c — 1) reads 



u = 



Ex B {E_i_ + 2E\ 



\\> 



52 



{B X V_lB) 



(4) 



It results in a motion transverse to the above-mentioned 
component along the magnetic field line. In each tracking 
step the energy loss by synchrotron radiation was taken 
into account by using the continuous synchrotron radia- 
tion formula [14] 



1 



El 
Ei_ 



0.4 s" 



B 



(5) 



The elastic and inelastic scattering on the H2 molecules 
of the residual gas is simulated as a random process using 
the total cross sections from refs. [15,16] for elastic scat- 
tering, [17,18] for molecular excitation, and [19,20] for 
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Fig. 5. Energy loss AE for molecular excitations and ionisa- 
tions of 18 keV electrons on H2 averaged over all scattering 
angles according to our energy loss model [21,22]. 



ionisations. Figure 4 compares these cross sections with 
experimental data. Each scattering process is related to 
an energy loss AE and a scattering angle which can be 
described by a detailed energy loss model (see fig. 5) to be 
discussed in a forthcoming publication [22] . As the trans- 
verse energy rapidly decreases due to synchrotron radia- 
tion, special care has been taken with regard to the realis- 
tic description of the scattering angle. For elastic scatter- 
ing the correlation between energy loss AE and scattering 
angle -d reads 



AE 



E, 



kin.i 



TOH2 



(l-cosz?). 



(6) 



For large energy losses AE > 100 eV by ionisation the 
out-going electron can be treated as quasi-free before the 
scattering process. Therefore, the correlation between en- 
ergy loss AE and scattering angle 1? is given by 



AE = ^kin,c • (1 - COS^ d) . 



(7) 



For smaller energy losses this approximation is no longer 
valid and we refer to the description of our detailed energy 
loss model, which will be discussed in [22] . We would like 
to note that our energy loss model agrees with exerimental 
data on the energy loss of 18 keV electrons on molecular 
hydrogen [23]. 

Figure 6 presents the energy loss obtained for the sim- 
ulation of a sample of 10 trapped electrons in the old KA- 
TRIN design (see fig. 3). The simulation results show that 
these electrons lose their transverse energy after each col- 
lision event by synchrotron radiation according to eq. (5) 
on a time scale of less than a second due to the high mag- 
netic field of 5.4 T in the transport magnets. 

At a rest gas pressure of 10~^° mbar (for technical rea- 
sons chosen 10 times higher than that expected for KA- 
TRIN), the scattering processes on the rest gas occur at 
a rate of about 1 per 4 s per stored electron (see fig. 6). 
As indicated in fig. 4 most processes are elastic or excita- 
tion processes without ionisation. Like synchrotron radia- 
tion, elastic scattering and excitation processes cool the 
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Fig. 6. Simulated energy loss of 10 electrons within the 
Penning-like trap between the KATRIN pre- and main spec- 
trometers [10]. Energy losses by synchrotron radiation as well 
as by elastic and inelastic scattering processes on residual H2 
molecules were considered. The electrons started with an en- 
ergy of -E'(O) = lOkeV halfway between the two spectrometers 
at a radius of r = 0.5 cm and an angle of 6 = 45° with respect 
to the magnetic field lines. The simulations were performed for 
a residual gas pressure of p(H2) — 10~^''mbar, i.e., 10 times 
higher than expected for KATRIN. After each collision event 
the transverse energy is lost by synchrotron radiation within a 
few seconds, in addition to the energy transfer to the collision 
partner (sharp steps in the curves). It takes about 100s (the 
median of the 10 electrons is 120 s) to cool the electrons down 
to the ionisation threshold of 15.4 eV. 



trapped electron without creating dangerous secondary 
electron-ion pairs. It should be noted that elastic scat- 
tering plays an important role in this cooling process al- 
though its corresponding energy loss is small. However, the 
scattering angle might be large (see eq. 6), redistributing 
energy from longitudinal to transverse motion, which is 
radiated away quickly. 




100 200 300 400 500 600 700 
axial position of ionisation process [cm] 

Fig. 7. Position of simulated ionisation events between pre- 
and main spectrometer on the axis [10] . The full line illustrates 
the corresponding electric potential (right-hand scale). 



Of major concern are the ionisation processes, which 
occur with a rate of 1 per 10 s per stored electron at the 
considered rest gas pressure of 10"^" mbar. They can start 
a chain reaction if the secondary electrons obtain a suffi- 
cient amount of energy to allow further ionisation, in par- 
ticular through the subsequent acceleration by the elec- 
tric field. Figure 7 shows the position on the axis at which 
the ionisation processes took place for the 10 simulated 
trapped electrons of fig. 6. Clearly, most ionisation pro- 
cesses take place at ground potential, where no potential 
energy is picked up. However, a small fraction of the ioni- 
sations take place at the end of the trap^. In this case, the 
secondary electrons gain energy from the electric poten- 
tial and are thus able to further feed the ionisation chain 
process. To investigate their influence we would have to 
track these secondary electrons and their tertiary ionisa- 
tion products further. For the set-up described in the KA- 
TRIN design report [3] and the start parameters chosen 
in the simulations of figs. 6 and 7, on average just one sec- 
ondary electron is created at a high electric potential per 
initial trapped electron. This number becomes smaller for 
larger starting angles and larger for smaller starting angles 
of the initial electron. Therefore, a significant fraction of 
initial electrons will create at least one secondary electron 
and thus will start a chain reaction with a large number 
of secondary ions Nion- 

For the actual KATRIN default design this electron 
multiplication factor is significantly larger since the trans- 
port magnets have been omitted. Just one short solenoid 
with the beam tube on ground potential connects the pre- 
and the main spectrometer with their walls on high po- 
tential. Consequently the synchrotron cooling is much less 
efficient and a lot more secondary electrons are created by 
ionisation processes in the regions of high potential at the 
end of the trap. In addition, due to the larger track length 
on high potential, the probability to generate secondary 
electrons on high potential is larger. Still, the above sim- 
ulations hold qualitatively and a significant background 
contribution is expected from this inter-spectrometer trap 
at KATRIN. 

In order to understand this background contribution 
quantitatively, a significantly scaled-up simulation effort 
is under way. Trapped electrons and all their secondary 
and higher scattering products are tracked using the ac- 
tual KATRIN design. First results show that many pos- 
itive ions are accelerated into the KATRIN main spec- 
trometer, confirming that this background mechanism is 
not negligible and requires further investigations and mea- 
sures. The details of these more advanced simulations will 
be discussed elsewhere [22] after their finalisation. In this 
work we will now concentrate on the experimental inves- 
tigation of this potentially large background. 

The most straightforward way to empty the inter-spec- 
trometer electron trap would be to switch off the high 
voltage temporarily and thus eliminate the trapping con- 

^ Although the track length at high potential is small, the 
scattering probability is rather large, since the electrons are de- 
celerated by the electric potential and have a larger scattering 
cross section (see fig. 4). 
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Fig. 8. Set-up used at the Mainz MAC-E filter for testing the trapping conditions between the KATRIN pre- and main 
spectrometer, (i) superconducting solenoids, (ii) electrode system consisting of vacuum tank at ground potential, solid and 
inner wire electrode systems on high voltage, (iii) field-shaping air coils, (iv) vacuum chamber housing both the sweeping wire 
installation and (v) the backplate electrode on high voltage, (vi) water-cooled additional coil for local enhancement of the 
magnetic field at the position of the sweeping wire (not shown in this drawing), (vii) valves. The detector is situated on a 
movable sleigh close to the solenoid on the right-hand side. Magnetic field lines (settings corresponding to a resolving power of 
Bmax / Bmin ~ E / AE ~ 2 ■ fO'*) are indicated as dashed curves. 



dition for a short time. During data taking this would 
have to take place periodically, with short time intervals 
in between, depending on the fill rate of the trap. How- 
ever, the abrupt and large change of the high voltage from 
— 18.6 kV to zero and back would be detrimental to the 
high stability of the high voltage of the main spectrom- 
eter and its measurement, which both are required to be 
better than 50 mV, i.e., 3 ppm, in order to achieve the 
required sensitivity for the neutrino mass at KATRIN of 
0.2 eV/c^ [3]. Switching the high voltage of the pre-spec- 
trometer down to zero would result in a huge beta elec- 
tron flux of 10^" s~'^ into the main spectrometer. These 
electrons would scatter there and induce additional back- 
ground. The prevention of this is the main purpose of the 
KATRIN pre-spectrometer. Another way to eject trapped 
electrons would be to use a transversal electric field, which 
would remove the electrons by the S-drift (see eq. (4)). 
However, this would require impractically high electric po- 
tentials in the case of the KATRIN set-up (« 20 kV, [10]). 
A third way would be the use of a mechanical wire which 
is rapidly swept through the trap every few seconds dur- 
ing measurement pauses. During a sweep this wire collects 
electrons that are created and stored in the trap. A sweep 
of the wire could be easily achieved by applying an electric 
current pulse through the wire, which would move the wire 
by virtue of the Lorentz force in the strong axial magnetic 



field. In the following, we will report on our investigations 
of this method. 



3 Experimental set-up 
3.1 Model of the particle trap 

The pre- and main spectrometer of KATRIN were not yet 
available for the tests of this sweeping wire. Therefore, a 
similar trapping configuration was realised at the spec- 
trometer of the former Mainz neutrino mass experiment 
[4], which is also a MAC-E filter. The Mainz spectrometer 
itself was used as stand-in for the KATRIN main spec- 
trometer (fig. 8). The electric potential of the KATRIN 
pre-spectrometer was emulated by a disc-shaped, mechan- 
ically polished stainless steel electrode on high voltage in 
a vacuum chamber at the entrance of the Mainz MAC-E 
filter. The magnetic field in between this electrode and the 
Mainz spectrometer was mainly defined by the supercon- 
ducting entrance solenoid of the spectrometer (i?rnax = 
6T). Thus the two negative potentials of the backplate 
electrode and the MAC-E filter enclose a region of more 
positive potential where a strong magnetic field is present 
(fig. 9), thus creating a Penning- like trap for electrons, 
similar to the case between the pre- and main spectrom- 
eter at KATRIN. Typical electron energies at KATRIN 
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Fig. 9. Electric potential U (solid line) and magnetic field 
B (dotted line) of the Penning-like trap at the test set-up. 
the solid vertical bar indicates the position of the disc-shaped 
electrode; the shaded area marks the region of the sweeping 
wire. 

are of the order of 18.6 keV with spectrometer voltages of 
Uspec ~ — 18.6kV. For this reason the test measurements 
with this Penning-like trap were made with potentials in 
the range -15 kV to -ISkV. 

A major difference between the electron trap at the 
KATRIN pre- and main spectrometer and the above test 
set-up are the magnetic field lines which connect the disc- 
shaped electrode (cathode plate) with the detector in the 
latter case. At KATRIN, special care was taken to pre- 
vent such a situation, since this can lead to an increased 
background and a feedback mechanism which can lead to 
discharges. 

3.2 Filling mechanism 

Another difference of this set-up compared to KATRIN 
is the lack of electrons from tritium beta decay*, which 
would provide a filling mechanism for the trap. Two dif- 
ferent electron sources were used to fill the trap instead. 
First, the "natural" background of electrons from any 
electrode surface on negative high potential, caused by 
field emission, natural radioactivity or cosmic ray inter- 
actions, can feed the trap. This comprises the retarda- 
tion electrodes inside the MAC-E filter as well as the 
disc-shaped backplate electrode. This mechanism is per- 
manently present and cannot be switched off. A second 
filling mechanism was provided by photoelectrons directly 
from the backplate electrode (fig. 10, [24]), which was il- 
luminated by a deep-ultraviolet light emitting diode (UV- 
LED, Seoul Semiconductor, types T9B25C and T9B26C 
[25,26], central wavelengths 255 nm and 265 nm.). This 
led to much higher electron numbers and more efficient 
and controlled filling of the trap compared to the natural 
background. 

* The tritium source of the Mainz neutrino mass experiment 
has been decommissioned some years ago. 
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Fig. 10. Top view of the vacuum chamber housing the disc- 
shaped high-voltage electrode which serves as a stand-in for 
the KATRIN pre-spectrometer. Electrons can be created in 
the centre of this electrode by photoemission using UV-light. 

3.3 The sweeping wire 

The basic idea to empty the trap consists of a grounded 
wire that is periodically moved through the trapping re- 
gion to collect stored charged particles. It is realised with 
a semi-circle of a copper wire of 0.4 mm or 1.4 mm wire di- 
ameter, held by suitable supports to allow rotation through 
the flux tube covering the detector. The wire motion ranges 
from wall to wall in the enclosing vacuum chamber (DNIOO) 
It is moved back and forth through the flux tube by virtue 
of the Lorentz force due to a periodic current of 1 — 5 A 
through the wire and the local magnetic field of 0.02 — 
0.03 T. In order to facilitate the motion of the sweeping 
wire and to fit the flux tube, which images the plate onto 
the detector, inside the vacuum tube, the magnetic field 
was locally enhanced at the position of the sweeping wire 
with a water-cooled coil (compare fig. 8). The current driv- 
ing the wire was provided by the output of a function gen- 
erator amplified by a bipolar operational amplifier (Kepco 
BOP 20-20M) . Using this current the sweeping wire could 
be swept swiftly through the trap (rectangular modula- 
tion of the current), swept slowly through the trap (sine 
wave modulation of the current), placed at the edge of 
the flux tube (DC current) or set to the centre of the flux 
tube (no current). The range of the wire motion covered 
the whole flux tube (wall to wall). In some of the mea- 
surements the timing of the sweeping wire was recorded 
using the trigger output of the function generator. Fig- 
ure 11 shows two sweeping wire configurations in position 
inside the vacuum chamber, looking from the position of 
the backplate towards the spectrometer. 



3.4 Spectrometer settings 

The detector used at the exit of the spectrometer to de- 
tect electrons from the plate and the trap was a Si-PIN 
diode (type Hamamatsu S3590-06) of size 9 x 9mm^. The 
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(a) sweeping wire used in phase I of the nieasurenients. The 
wire diameter was 0.4 mm. 




(b) sweeping wire used in phase II of the measurements. The 
wire diameter was 1.4 mm. 



Fig. 11. Photographs showing two stages of technical reahsa- 
tions of the sweeping wire to empty the Penning-hke trap. The 
pictures were taken from the rear side of the vacuum cham- 
ber looking from the backplate towards the spectrometer. The 
line of sight coincides with the central beam axis. In the back- 
ground of each picture, the bellow connecting vacuum chamber 
and spectrometer and the closed gate valve towards the spec- 
trometer are visible. As a common feature, both sweeping wire 
solutions involve springs to facilitate the motion of the wire 
and provide an electric current via insulated leads, although 
they differ in the details of mechanical construction. The fi- 
nal construction used flat spiral springs to conduct the electric 
current and ultra-high vacuum compatible bearings, which en- 
abled stable long-term operations. 



magnetic field at the location of ttie detector was -Bdct = 
0.34 T, corresponding to a covered magnetic flux of sa 
28 Tmm^. Since the magnetic field at the plate of the pho- 
tocathode was 0.02 — 0.03 T, an area of 9 — 14 cm^ of the 



plate was imaged onto the detector. Typically, measure- 
ments were performed at an energy resolution of AE/E = 
1/20000. 

4 Results of the measurements 

Measurements of the count rate on the detector were per- 
formed under various conditions: without and with trap- 
ping conditions present, for the latter case with and with- 
out sweeping wire, the sweeping wire in several different 
operation modes, and for all cases with the spectrometer 
in transmission as well as closed to low energy electrons 
from the backplate. 

4.1 Behaviour of the count rate without sweeping wire 

The trap between the backplate and the analysis plane 
produces several observable effects, depending on the fill- 
ing mechanism: 

4.1.1 Without additional filling of the trap 

Figure 12 shows the comparison of the count rate for single 
electrons with and without the trapping condition being 
present. The trapping condition was switched off by set- 
ting the backplate voltage to C/piatc = OV. For the case 
with the trapping condition being present the spectrome- 
ter voltage was set to a value so that electrons with very 
low energy from the backplate could not pass the analy- 
sis plane {Uputc = C^spcc + 2 V with [/piatc ~ -18 kV). 
In figure 12(a) the natural background of the spectrome- 
ter without the trap is shown. The average count rate in 
the single electron peak of the detector is 0.7 counts/s. 
This compares with 25 to 35 counts/s for the case where 
the trap is present, shown in fig. 12(b). In addition to 
this drastic increase of the count rate frequent and vio- 
lent bursts were observed when the trap was present. Fre- 
quently these led to a strong discharge of the spectrome- 
ter and shut down the detector and the spectrometer high 
voltage due to an excess current (fig. 13). 

4.1.2 With photoelectrons 

In order to fill the trap in a controlled way photoelectrons 
were created with the UV-LED off the backplate. The UV- 
LED was operated in a pulsed mode with a pulse duration 
of r = 12 fis and a repetition rate of 1000 Hz. When the 
spectrometer was operated in transmission the time struc- 
ture of the count rate due to this pulsed operation was 
clearly visible [24]. Figure 14 shows an example of the de- 
velopment of the count rate with the spectrometer closed 
(f^piate ~ i/spec +9.05 V) and the trapping condition being 
present. High count rates in the range 1 • 10'^ counts/s to 
3.5 • 10^ counts/s were observed. Compared to the count 
rate due to the natural filling of the trap this is a sig- 
nificant increase of the background. However, no bursts 
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bg070: wire scanner out of beam with dc current 



S. 4 
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total meas. time [s] 

(a) without high voltage on backplate 

bg067: wire scanner out of beam with dc current 
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Fig. 12. Evolution of the count rate without and with high 

voltage on the backplate. In both cases the sweeping wire 
was positioned outside the magnetic flux tube by applying 
a constant current; no extra feeding mechanism of the trap 
was active, (a): Count rate for spectrometer background only 
(expiate = 0, Uspec = —18.6 kV). This leads to a count rate of 
about 0.7counts/s. (b): Count rate for (7piatc ~ f^spcc + 2 V. 
Strong fluctuations of the count rate on top of a generally ele- 
vated level of 25 to 35counts/s are visible (note the difference 
in the ordinate). 



were visible. A potential explanation is that the bursts 
were hidden in the elevated (and generally variable) back- 
ground. The timing of the events is not correlated with the 
pulses of the UV-LED, indicating that the photoelectrons 
were at least partially trapped and not directly flying to 
the detector, which is forbidden by energy conservation. 

The fill rate of the trap can be estimated from the 
count rate when the spectrometer is in transmission. This 
yields a fill rate of 1.1-10^ electrons/s to 1.4-10^ electrons/s. 
Since the background during quiet periods with trap and 
photoelectrons present was larger by a factor 2-3 than the 
fill rate of the trap this means that charge multiplication, 
a continuous discharge, is taking place in the trap even 
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Fig. 13. Example for the build-up of a discharge for the case 
of natural background only and without intervention of the 
sweeping wire. After a quick rise of the count rate to about 
1.6 • lO^counts/s (limited by the data rate accepted by the 
data acquisition system) the detector was automatically shut 
down at tmeas ~ 9.75 s. 



when no runaway multiplication with resulting detector 
shutdown is observed. 



Wire scanner moved to one side with dc current 
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150 — 



100 



70 80 90 100 
total meas. time [s] 



Fig. 14. Count rate with UV photoelectrons as filling mecha- 



nism. Voltage setting: L/piate 



-14988.88 V « Uspec + 9.05 V. 



The sweeping wire was moved out of the magnetic flux tube 
with a DC current. High count rates of the order of 1 • 

lO^counts/s to 3.5 • lO^counts/s were observed. The timing 
of the events is not correlated with the time of UV emission at 
the LED. 



In summary, the presence of the Penning-like electron 
trap between the backplate and the analysis plane led to 
a significant increase of the background count rate as ex- 
pected from sect. 1, to frequent bursts of the count rate 
and to frequent strong discharges which shut down the 
spectrometer and the detector. 
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4.2 Reduction of background due to the sweeping wire 

The effect of the sweeping wire on the count rate from 
the trap has been investigated for rectangular motion of 
the wire, sine motion of the wire, and for a wire in fixed 
position on the axis of the set-up, for the spectrometer 
electrostaticaUy closed to direct electrons, and for both 
filling mechanisms. 



4.2.1 Natural background 

For natural filling the sweeping wire in rectangular mode 
reduces the count rate during its sweep (fig. 15), evidence 
that it removes charged particles from the trap, but it is 
not able to prevent the bursts from building up discharges. 
This holds even for the fastest sweeping frequencies that 
were tested (2 — 3 Hz). In addition, the fast current pulse 
is prone to induce electronic noise in the detector. 




246 248 250 252 254 256 258 



260 262 264 
meas. time [s] 



Fig. 15. Build-up of the count rate at the start of a discharge 
for the case of natural background only and the sweeping wire 
(1.4 mm wire diameter) active. The trigger signal for the rect- 
angular pulse driving the sweeping wire motion is indicated by 
red markers. The sweep frequency was / = 0.3 Hz. Each trig- 
ger signal stands for a sweep of the wire in one direction; the 
backward sweeps are located in-between two trigger signals at 
half period and are therefore not shown here. Obviously, the 
sweeping wire in rectangular mode did not prevent discharges 
from building up. 



which implies that it removes charged particles from the 
trap. For the highest sweep frequency no bursts were visi- 
ble anymore during the time window of the measurement 
(600 s). 



Background with wire scanner active (sine wave witli f = 0.5 Hz) 




400 500 
total meas. time [s] 



Fig. 16. Count rate for the case of natural background only 
and the sweeping wire (0.4 mm wire diameter) in sinusoidal 
mode with frequency / = 0.5 Hz. 
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Fig. 17. Count rate at 15 kV for the case of natural back- 
ground only as a function of the frequency of the sweeping 
wire (0.4 mm wire diameter) in sinusoidal mode. The differ- 
ence in counts observed between the measurements with DC 
current (bg058 and bg063) can be explained by fluctuations of 
the bursts in the count rate, see time spectra in fig. 16. 



The evolution of the background with time for natu- 
ral filling of the trap and a sinusoidal wire motion with 
frequency / = 0.5 Hz is shown in fig. 16. Both quiet 
periods and bursts are still visible at this sweeping fre- 
quency. In contrast to the background without sweeping 
wire (fig. 12(b)) the overall count rate is reduced and fewer 
bursts are visible during the measurement time. When the 
sweep frequency is reduced bursts start to appear more 
frequently and get stronger. Figure 17 shows the depen- 
dence of the total count rate (averaged over quiet periods 
and bursts) on the sweep frequency. Clearly, the sweep- 
ing wire leads to a strong reduction of the count rate, 



Keeping the wire stationary through the centre of the 
set-up turned out as another effective solution for the sup- 
pression of the background and of bursts under the oper- 
ating conditions used. This method eliminated the strong 
discharges and most bursts. Only when the spectrometer 
potential ?7spcc was within several tenths of V of the back- 
plate potential J/piato bursts were observed occasionally. 
The reason why a stationary wire in the centre of the mag- 
netic flux tube works efficiently is the following: Although 
for this method the wire does not cover the full magnetic 
flux tube the magnetron motion around the symmetry axis 
transports the trapped electrons to the wire according to 
eq. (4), on time scales much less than a millisecond. 
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4.2.2 With photoelectrons 

When filling the trap with photoelectrons from the back- 
plate the background with the sweeping wire removed 
from the trap region was higher by a factor of « 200 than 
for the case with natural filling only (compare figs. 12(b) 
and 14). As in the previous measurements, the sweeping 
wire in the sine mode results in a significant reduction of 
the overall rate with the lowest rate being « 100 counts/s 
at the maximum sweep frequency of 0.5 Hz. Due to the 
higher count rate here the sweeping wire motion leads to 
a direct modulation of the count rate (fig. 18). The depen- 
dence of the count rate on the frequency of the sweeping 
motion is also similar, but again at elevated count rates. 
Having the sweeping wire stationary in the centre reduces 
the count rate the most to w 10 counts/s. As a further 
observation, the arrival times of the electrons were not 
correlated with the UV-LED pulse timing, in contrast to 
the case of transmission of the spectrometer [24] . This con- 
firms that the remaining low count rate stems from sec- 
ondary ionisation products of electrons which have been 
stored in the trap. 



Wire scanner active (sine wave witti f = 0.1 Hz) 




70 80 90 100 
total meas. time [s] 

Fig. 18. Count rate with sweeping wire (0.4 mm wire diam- 
eter) in sine mode (/ = 0.1 Hz) with UV photoelectrons as 
filling mechanism. Voltage setting: ?7piate ~ —14988.88 V ~ 
C^spec -I- 9.05 V. The maxima and minima of the count rate 
correspond to the outer and inner position of the wire, respec- 
tively. 



4.3 Quenching of discharges 

A major problem caused by the trap were discharges which 
occur after a variable time (see sects. 4.1.1, 4.2.1). Fig- 
ure 15 shows a typical initial development of such a dis- 
charge with the sweeping wire in rectangular mode. After 
a significant build-up of the discharge the sweeping wire 
was switched from rectangular mode to slow sine mode at 
the same frequency (0.3 Hz). This stopped the build-up of 
the discharge (see fig. 19 and table 1) and an additional 
increase of the frequency (0.5 Hz) fully extinguished it af- 
ter some time. This behaviour was reproducible and was 



repeatedly seen for discharges which, under otherwise sim- 
ilar circumstances, would have led to a gigantic discharge 
without sweeping wire (compare fig. 13), thereby shutting 
down the detector and the spectrometer high voltage. The 
rectangular mode by itself was not sufficient to prevent the 
discharge from increasing. 
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Fig. 19. Influence of sweeping wire motion on an emerging dis- 
charge, with UV-photoelectrons (1.4 mm wire diameter). The 
labels (a), (b) and (c) mark intervals with different sweeping 
wire settings, see table 1. Clearly, the sweeping wire in fast sine 
mode wiU extinguish discharges. 



Table 1. Overview of the sweeping wire operation within the 
different time intervals for the discharge in in flg. 19. 



meas. time interval 


sweeping wire motion 


label 


- 272 s 


rectangular, / ~ 0.3 Hz 


(a) 


272 s - 277 s 


sine wave, / ~ 0.3 Hz 


(b) 


277 s - end of run 


sine wave, / ~ 0.5 Hz 


(c) 



A very efficient way to quench or prevent discharges 
from occurring was the sweeping wire in its centre posi- 
tion. This prevented any strong discharges from occurring. 
Small bursts of the count rate were only seen occasionally 
close to the edge of transmission. This option was realised 
at a later stage with a grounded stationary wire cross- 
ing the flux tube from wall to wall and going through the 
central axis. This set up was used to perform test measure- 
ments of various photoelectron sources for the calibration 
of the KATRIN experiment [24,27,28]. The efficacy of the 
stationary wire again shows the importance of the mag- 
netron drift for the stored electrons. 



5 Discussion 

It has been shown that a wire, which is swept through 
a Penning-like trap that creates background electrons by 
secondary processes outside the trap with a KATRIN-like 
configuration, reduces that background and can prevent 
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catastrophic discharges caused by this trap. The back- 
ground count rate both with and without (fig. 17) in- 
jecting photoelectrons depends on the sweeping frequency. 
Without injecting photoelectrons the minimum achievable 
count rate was 3 counts/s compared to w 1 counts/s with- 
out any trap present, showing that at low fill rate the 
sweeping wire is highly efficient. A rectangular sweeping 
motion was not sufficient to prevent discharges. This could 
only be achieved with a sinusodal wire motion. Addition- 
ally, beginning discharges could even be extinguished by 
switching to a fast sine sweeping motion. 

The effectiveness of the sweeping wire and therefore 
the achievable background count rate depend on the fill 
rate and the multiplication factor in the trap, i.e., the 
ionisation time constant. The fill rate was intentionally 
high in the case discussed here due to the direct field lines 
from a cathode through the trap caused by the backplate 
on negative high voltage inside the flux tube. The mul- 
tiplication factor depends on the residual gas pressure p 
and the effective path length of the particles in the trap. 
The former was several 10~^ mbar for the measurements 
discussed here. The effective path length depends on the 
time scale Tmagnctron of the magnetron motion of the elec- 
trons in the trap, which determines the time until a stored 
particle will hit the sweeping wire. For the above measure- 
ments this time was determined from simulations to be 
T'magnctron ^ Is. High multiplication factors result from 
large gas pressure p and large magnetron rotation period 
^magnetron, low oucs are achieved for small p and small 
Tmagnotron- For the trap described in figs. 8 and 9 the 
sweeping wire was sufficiently effective. It can therefore 
be expected that for similar and less severe trapping situ- 
ations (filling mechanism, pressure, magnetron time scale) 
the sweeping wire will be a useful method to reduce the 
background due to such a trap and to prevent discharges. 

Having the sweeping wire fully stationary in the centre 
of the trap reduces the background rate as well. The count 
rate was « 10 counts/s with a stationary sweeping wire 
in the centre when the trap is filled by photoelectrons 
(sect. 4.2.2). This is a reduction by two orders of mag- 
nitude from the count rate observed for photoelectrons 
without sweeping wire (sect. 4.1.2). Comparison of this 
count rate with the count rate of « 1 counts/s without 
any trap present (sect. 4.1.1) shows that the stationary 
wire significantly reduces the background on the detector 
caused by the electron trap but does not eliminate it fully. 
The count rate of w 10 counts/s with stationary wire and 
with the injection of photoelectrons compares at similar 
conditions with « 100 counts/s with the sweeping wire 
at the highest sweep frequencies and with w 30 counts/s 
without both photoelectrons and without any sweeping 
wire (sect. 4.1.1), again showing the high effectiveness of 
the stationary wire. As a consequence of these results a 
stationary sweeping wire was used for all further experi- 
ments at the spectrometer of the former Mainz neutrino 
mass experiment when the electron trap was present and 
when the stationary wire in the centre of the beam tube 
does not harm the measurements. This reliably prevented 
discharges from occurring for fill rates comparable to the 



ones discussed here and led to sufficiently low count rates 
for these experiments (see, e.g., [7,24]). 

5.1 Application in the KATRIN experiment 

In contrast to the disc-shaped electrode used here, the 
inter-spectrometer trap at the KATRIN experiment has 
no cathode connected via magnetic field lines to feed it 
or to provide an additional amplification mechanism. It 
will be filled by electrons created in the surrounding elec- 
trodes by cosmic rays and natural radioactivity, as well as 
by electrons from tritium beta decay, which may scatter on 
residual gas atoms and thus get trapped. The residual gas 
pressure will be significantly lower than in the above mea- 
surement, at Pkatrin = 10~^^mbar, and the magnetron 
motion is calculated to be in the range of Tmagnetron = 
20 — 200 fis, comparable with the magnetron motion for 
the Mainz set-up. This could lead to more favourable mul- 
tiplication factors at KATRIN than at the above measure- 
ments and the efficacy of the sweeping wire could even be 
better. However, this will strongly depend on the filling 
mechanism of the trap and must eventually be determined 
experimentally. 

The sweeping wire could be used both in sweeping 
mode as well as a stationary wire. A stationary wire would 
form a permanent obstacle and lead to the scattering of 
electrons^. Scattered electrons cannot be used for the mea- 
surement of the tritium energy spectrum, meaning that 
the detector pixels on which the sweeping wire is imaged 
have to be discarded, leading to a loss of statistics. A 
sweeping wire operated in sine mode would have the same 
problem, but has the advantage that it could be fully re- 
moved from the beam or centred in the flux tube like a 
stationary wire. However, if the electron multiplication in 
the trap should be sufficiently small then the sweeping 
wire could be operated with pauses between two periods 
of the sine or even in rectangular mode. The measurement 
of the tritium beta spectrum would take place while the 
sweeping wire is outside the flux tube imaged onto the de- 
tector. Similarly a stationary wire could be inserted into 
the centre of the beam tube periodically separated by time 
intervals without wire. Again, this has to be investigated 
experimentally in the final configuration at the KATRIN 
set-up. 

5.2 Outlook: potential applications at other 
experiments 

Besides the KATRIN experiment there are other experi- 
ments which suffer from unintended particle traps caus- 
ing an increase of the background level or discharges {e.g., 

^ It would be a mechanical obstacle; since it is located in 
between the spectrometers, where the electric potential is close 
to zero, and the wire itself is on ground potential it should not 
influence the trajectories of electrons from tritium decay that 
do not hit it directly. However, a fraction of « 17% of the 
pixels of the KATRIN Si-PIN detector would be covered by 
the shadow of the wire. 
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in the area of fundamental interaction investigations the 
WITCH experiment [29,30], the aSPECT experiment [31] 
and the NAB experiment [32]). The sweeping wire tech- 
nique discussed here may also be of use at these experi- 
ments. 
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